[A rare complication following the insertion of a bleier-secu-clip].
A case of bilateral torsion of the fallopian tubes, the right with a hydro-salpinx is reported. This occurred 8 months following tubal sterilization following by the Bleier Secu-clips in a case of acute abdominal pain following tubal sterilization the differential diagnosis of a torsion of the fallopian tube with swelling of the infracted tube must be considered in addition to a torsion of an ovarian cyst.